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A Device especially adapted to the Treatment of Fracture of the 
Patella, for making Extension of Joints, and for Use 
in the Treatment of Certain Difficult Fractures. 


By CHARLES DENISON, M. D., 
DENVER, COLORADO. 


Tue extension windlass, which is now presented to the 
medical profession, was the principal part of an apparatus for 
treating fracture of the patella, invented by the writer in the 
spring of 1870. Since then, as opportunity offered, he has 
sought to simplify the instrument, and thus bring it into 
general use. Yet, though considerable thought and time in 
experimenting have been given to it, much improvement 
is undoubtedly possible through the suggestions and experi- 
ments of others. 

The device is about the size of an ordinary watch, yet 
strong enough for the needs of any case, either the extension 
of joints or as an aid in the treatment of fractures. | 

It is various in its application, the form of splint or sup- 
port being mostly left to the ingenuity of the surgeon. 

In the treatment of fractures this method of extension (by 
a stationary winding-rod or windlass, with ratchet and pinion 
attachment) has a decided advantage over the ordinary method 
by pulley and weight, since the force of the former is governed 
by the requirements of the case, while that of the latter must 
vary somewhat in an inverse ratio to those requirements.’ 


‘In making extension we cannot expect the muscular power to be 
overcome and its relations to the various states of the nervous system to 
remain constant; and yet, with a weight of twenty pounds, a constant 
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The accompanying cut (Fig. 1) represents the size and 
form of the extension windlass. The support for the winding- 
rod is made of sheet-brass, and the rod of about one-quarter- 
inch brass wire. 


Fre. 1. 


Fig. 1.—Extension Winptass.—A, B, and C, holes for screws or tacks; H, winding-rod, 
slotted at G, squared at #’ for key J, and held in position by ratchet # and pinion D, 
with spring-attachment J. Length of the winding-rod, two and one-quarter inches ; 
between the arms of the brackets, one and three-quarters inch. 


This device is attached to wooden supports or splints, 
by screws, so as to be either swivel (self-adjusting by one 
screw) or stationary (by two or more screws), as the surgeon 
wishes.’ 


force, it is sought to overcome another which naturally weakens. While 
so great a power may be necessary at first, still, as the opposing power 
lessens, its influence is really proportionately intensified. In this contest 
with a man’s muscle and nervous system, a bag of sand has undue ad- 
vantage. Then, too, there may be some uncertainty as to the amount 
of extension used by the pulley and weight. Some surgeons habitually 
weigh the sand or material used, instead of guessing at it, and then 
endeavor to regulate this weight as the case may require. Such are 
probably the exceptions. Now, if the maximum weight required (as 
Prof. Hamilton has found in making extension for fracture of the shaft 
of the femur) is twenty-two pounds, who can give us even an approxi- 
mate rule for the weight necessary on successive days after the injury, 
as muscular contraction is gradually weakened, or that would be ap- 
plicable to the great variety of cases occurring? The nearest to a cor- 
Tect guide would be the length of the limb ; but this is just as reliable in 
extension by the windlass, which requires no more of muscles once relaxed, 
than to keep them under control. 

* Or they can be fastened, if desired, by special screw and thumb-nut 
arrangement, to any part of a slotted adjustable metallic band, attached to 
the splint behind, and encircling the limb. 
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Fracture of the Patella—Of several ways in which I have 
studied to apply this principle to the successful treatment of 
this fracture, the following is the simplest, and doubtless will 
most commend itself: A posterior splint is to be made of soft 
pine, to fit the convexity of the thigh and leg, with raised 
sides néar the knee, which serve as points of attachment for 
the extension windlass, as shown in the following cut :* 

The treatment is as follows: Fan-shaped adhesive plasters 
are cut of strong material, the broad portions, when applied, 
covering the quadriceps femoris below the middle of the upper 
third of the thigh; the other smaller ends, cut long enough, 
can be doubled on the adhesive side so as to give strength, and 


Fie. 2. 


Fie. 2.—FRAcTURE oF PatTettA.—A A and B B, extension and counter-extension wind- 
lasses, each fastened by one screw to wooden posterior splint; C C, fan-shaped adhe- 
sive plasters, crossing each other at G, and threaded through winding-rods 7 F; D, 
padded roller over ag moeme patellze, the ends of which are threaded through 
winding-rods H H; #, reserve couuter-extension to relieve D from uncomfortable 
pressure in front of knee. J J, point at which splint is bandaged to the limb. 


prevent that portion sticking. Taking the intended positions 
of the lower windlasses as starting-points, these adhesive 
straps are applied to the anterior convexity of the thigh (pre- 
viously shaved) so as to cross each other above the upper 
fragment. The limb is snugly bandaged from the toes, the 
adhesive straps above the point of their intersection being 
under the bandage. The splint is now adjusted to the 
limb, and the counter-extension arranged. That in front of 
the knee may be made of a broad, soft pad, covered with 
chamois-skin, or simply of cotton rolled in a strip of cloth, the 
ends of which are to be threaded through the slots in the 
upper winding-rods. The ends of the reserve counter-exten- 


1 A carpenter will glue two or three pieces together to make a hollow 
splint, or it may be hollowed out of a two-and-a-half or three-inch plank. 
The windlasses on the opposite side of the limb, in the illustrations, are 
simply indicated by doubling the letters referring to those shown, 
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sion, around the foot (which may be used if the pressure of the 
pad in front of the knee is excessive), and the small ends of the 
fan-shaped adhesive plasters, already applied, are threaded 
through the slots in the lower winding-rods, when the requi- 
site extension or counter-extension should be made to bring 
the fragments close together. At the same time, care should 
be taken to smooth the wrinkled integument underneath the 
dressing, so as to make the apparatus comfortable. If neces- 
sary, a bandage may be applied over the knee, with pad 
underneath to keep the fragments from tilting. By means of 
the fine-toothed ratchets desirable tension may be daily kept 
upon the adhesive straps or knee-pad, and thus the principle 
of the “ figure-eight bandage ” is constantly in effect while the 
muscular power of the quadriceps femoris is neutralized. 
With this method of treatment the patient need not be con- 
fined to his bed. However, the quadriceps is so powerful, that 
its exercise should be avoided, especially (for reasons which 
will suggest themselves) in short, fleshy persons. After union 
has taken place,.and perhaps earlier in lean persons, the pa- 
tient may attend to his vocation, if not requiring much exer- 
cise, always being careful during the first few weeks to lift the 
injured limb with his hand when he wishes to elevate it, as in 
putting his foot in a chair, or rising from a sitting posture.’ 
This apparatus, rightly used, is capable of holding the 
fragments permanently in apposition, without undue constric- 
tion of the circulation: Plenty of room can be obtained 


* It is important that an apparatus should be worn until after union has 
thoroughly taken place and become permanently established. Though 
opinions differ on this point, I believe this should be done even at the risk 
of some stiffness of the joint in consequence of this delay; and the first 
flexions of the knee should be made with caution. At the end of five 
weeks, if thought desirable, the posterior splint can be retained without 
the extension and counter-extension apparatus, and the patella confined in 
an elastic cap held down by a suitably-fitting ring. Later, too, the knee- 
cap can be continued, and, in place of the long posterior splint, a short, 
well-moulded posterior leather or gutta-percha splint.may be substituted, 
the shape of which may be occasionally changed by soaking it in hot 
water, so as to allow of more and more motion in the joint. Passive 
flexion may be made once in a while, but complete flexion should not be 
allowed for several months. 
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underneath the extension-plasters, if needed, for leverage on 
the edges of the patella, by pads or other devices, and the 
force of the quadriceps is constantly overcome, unless the 
muscle is deeply buried in adipose or its great use excited. 
Without lengthening this article by a discussion of the causes 
of ligarhentous union after this fracture, and of kindred sub- 
jects which would better show the utility of the extension- 
windlass, it is sufficient to state that a chief objection to most 
_ of the patella-splints yet devised is here obviated, in that the 
force to hold the fragments in apposition is not wholly ex- 
pended on the tissues covering the bone. I think the use 
of this instrument will secure a greater suecess—more bony 
unions—in the treatment of this troublesome fracture than has 
usually hitherto obtained.’ 

For rupture of the ligamentum patelle, the two lower 
windlasses with the counter-extension around the foot would 
answer well. 

For the treatment of fracture of the olecranon process of 
the ulna, the arrangement of the windlasses is very similar to 
that for fracture of the patella. The splint, however, should 
be lighter, well padded, fitting the anterior convexity of the 
arm ; and the counter-extension be made by adhesive straps 
crossed below the joint, as are those for extension above the 
broken fragments. 

For fracture of the tuberosity of the os calcis, or rupture 


‘ The results of two cases which I have treated with my apparatus are 
suggestive: one, from direct injury and much laceration of surrounding 
tissues, resulted in bony union; the other, from muscular contraction, 
with apparently no laceration of adjacent tissues, in a very fleshy, short 
man, resulted in union by ligament about half an inch long. From 
these results it occurs to me much light would be thrown on this subject, 
of bony or ligamentous union, by a well-tabulated record of the results 
as influenced by the causes of this fracture. So much does this idea 
impress me, that, if I had another case of this fracture from muscular 
contraction, I should make an effort to increase the amount of reparative 
material furnished, by rubbing the fragments together with force so as to 
arouse some surrounding inflammation at the point of fracture. At any 
rate, it is generally well to obtain crepitation at first, lest any of the sur- 
rounding tissues be interposed between the fragments, and thus affect the 
union, 
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of the tendo-Achillis, the following use of the windlasses is 
recommended: A light posterior splint is to be made for the 
calf of the leg, cut away where the heel should come, with a 
foot-piece braced at an obtuse angle to the same. Fan-shaped 
adhesive plasters are to be applied over the gastrocnemius, 
crossing above the heel, underneath which, and above the 
upper fragments of the os calcis, pads may be inserted. Then 
the leg, bandaged, is put in the splint. The windlasses are 
fastened to the sides of the foot-board below the instep by one 
screw, so as to be swivel, and the small ends of the traction- 
plasters threaded through the winding-rods, when the desired 
force may be brought to bear to control the troublesome mus- 
cle and hold the fragment of the os calcis down in place. 


Fig. 3. 


Fie. 8.—EXTENSION OF THE ANKLE-JOINT.—A, wooden foot-piece, about one-third inch 
thick, to which, at D and 7 J, the supports C B, of the extension-windlasses, G F, are 
fastened. H J, fan-shaped adhesive plasters in position. Braces to over inste 
(after Dr. L. A. Sayre’s apparatus) are fastened to slat C,at H. The windlasses, GF’, 
are reversed and made stationary on the upper ends of the thin slats, so as to draw the 
adhesive plasters close to the limb, and over the winding-rods., 


For making extension of the ankle-joint the following 
combination of foot-board, thin splints, and two extension- 
windlasses, is recommended. The wood part may be made 
light, so as not to be cumbersome. ‘ 

The foot is secured to the foot-piece by several adhesive — 


pe 
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strips, and then bandaged. Thesupports of the windlasses are 
afterward tightly screwed to the foot-piece at the heel, and 
below the instep, and the fan-shaped adhesive plasters prop- 
erly secured to the leg, when the traction on these produces 
the required extension in the joint below. 


This cut may be made to explain the use of the windlasses 
for extension of the knee and hip joints. The extension of 
the knee-joint is quite simple and effective. Two thin slats, 
similar to those in the cut, are to be used as side-splints, on the 
ends of which the extension-windlasses are reversed and made 
stationary. These supports are long enough to reach from the 
upper third of the thigh nearly to the ankle, the one on the 
inside being the shorter of the two. From one to three fan- 
shaped adhesive plasters are bandaged to the sides of the limb, 
above and below, the small ends of which converge toward the 
windlasses, and thus the traction of those above the knee is 
opposed to that of those below. 

For extension of the hip-joint the perineal band may be 
used, with a long, light side-splint, on the lower end of which 
the extension-windlass is reversed and made stationary. The 
fan-shaped adhesive strips are applied to the outside and back 
of the calf of the leg, converging toward the winding-rod. 
In muscular adults it might be best to use also another exten- 
sion-windlass, supported on the inside of the leg by a brace 
coming from the outside long splint. 

Extension of the hip-joint could also be made by embed- 
ding the lower end of a long side-splint in a plaster-of-Paris 
bandage on the foot and leg (or by fastening the lower end of 
the splint by a brace, at right angles to it, to the sole of a shoe) ; 
while, on the upper end, above the crest of the ilium, two ex- 
tension-windlasses might be made swivel, each pulling on a 
separate end of the perineal band. It will be apparent that 
several methods of dressing fractures of the femur might be 
combined with these methods of hip-joint extension. 

But, for non-union after fracture of the shaft of the femur, 
I have devised the following dressing : 

The thigh, being well protected by thick flannel or blanket- 
ing, is enveloped in a firm though not too tightly-fitting plas- 
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ter-of-Paris bandage, from the knee to past the gluteal fold. 
In this dressing, on the inside and outside aspect of the limb, 
are embedded the roughened ends of two thin side-splints, 
about two inches wide, and reaching to the ankle, on the lower 
ends of which the extension-windlasses are fastened as in exten- 
sion of the knee-joint. The upward pressure of this dressing is 
prevented from causing excoriations by a roll of cotton, wrapped 
in oiled-silk, placed in the groin. This pad and the swell 
of the hip give counter-extension, while extension, sufficient 
to keep the limb of the same length as its fellow, is produced 
by the windlasses. The above treatment proved quite effec- 
tive in a case of non-union which came under my care, and 
I think would be a satisfactory dressing for oblique frac- 
ture of the shaft of the femur, especially where long confine- 
ment in bed is sought to be avoided. 

For both extra- and intra-capsular fracture of the cervix 
femoris a modification of this dressing also seems an excellent 
one, though as yet I have had no opportunity for testing its 
efficacy: First, bandage the thigh over the gluteal muscles 
and over the waist, placing underneath it, in the groin 
and gluteal fold, cotton rolled in oiled-silk, and suitable pads 
to protect any part from uncomfortable pressure. Then apply 
the plaster-of-Paris bandage, with splints embedded in it as 
shown above, except that the thigh and waist are to be in- 
cluded, the main strength of the dressing being on the 
outside of the hip. Afterward, should the dressing press 
uncomfortably in the groin, it could be cut away, and suit- 
able pads introduced; but this would be avoided, in a 
measure, by trusting chiefly to the outside windlass for exten- 
sion. By this method, the patient could be upon crutches, if 
desirable, and, at the same time the needed extension be con- 
tinued. 

For impacted fracture in the region of the ankle-joint, or 
oblique fracture of the tibia, the use of the windlasses for ex- 
tension of the ankle-joint (Fig. 3) will suggest the peculiar 
way in which they might be fastened to the upper edges of 
the sides of a fracture-box, so that, when these sides are closed, 
the small, free ends of plasters, previously bandaged to the 
sides of the limb, can be threaded through the winding-rods, 
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and the desired extension produced, the foot, of course, being 
bandaged to the foot-board. 

When the windlasses are used with the fracture-box, their 
position, as to the thigh, may be easily varied by first fastening 
them, reversed, as explained above, on the ends of thin slats, 
which may be screwed on to the sides of the fracture-box, so 
as to extend to any part of the thigh desired. 

In this way I have easily kept up extension for four weeks, 
in a patient under treatment, at present writing, for compound 
comminuted fracture of the leg, with a loss of pieces of the 
tibia, weighing half an ounce. 

In a similar way the windlasses might be reversed, and 
made stationary on little braces fastened to the sides of an 
ordinary posterior-splint with a foot-board to which the foot 
is secured. Or the leg, to the knee, might be put in a 
plaster-bandage, in which thin side-pieces are embedded, 
which reach to the upper third of the thigh. On the upper 
ends of these the windlasses are turned over, and made sta- 
tionary, so as to make traction on fan-shaped adhesive plas- 
ters, bandaged to the sides of the thigh. 

Two or three of the last uses of this instrument are rather 
suggestions than the results of actual trial. Enough has been 
written, however, to show that this extension-windlass can be 
of great service to the skillful surgeon, especially in a country- 
practice, and among those who are not able to purchase expen- 
sive apparatuses. The windlasses are manufactured by Messrs. 
Codman & Shurtleff, of Boston. 
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ERRATA. 


Page 7, second line from top, “tightly screwed,” should read 
lightly screwed. 
In Fig. 2, page 3, the lower winding rod should be lettered F. 


ADDENDA. 


To use the Extension Windlass as a tourniquet, tie one end 
of a bandage, handkerchief, or piece of webbing, around the ~ 
bracket, passing the other end around the limb and through the 
slot in the winding rod. If thought best, a pad may be placed 
underneath the windlass and over the vessels to be pressed. 

The constriction desired is obtained by turning the winding 
rod with the key. The author is indebted to Dr. E. Andrews, 
of Chicago, for suggestions in this connection. 

A simple extension of the hip-joint, for “ hip disease,” the 
knee being left free, can be made as follows: Make a wooden 
oval or triangular-shaped hip-piece four to eight inches long, 
with holes in the ends for fastening the perineal band, and 
hollowed out on the inside to fit the crest of the ilium. To the 
lower part of the centre of this, and over the hip joint, a thin slat, 
reaching to the knee-joint, is fastened loosely by one screw. 
Fan-shaped plasters are applied to the thigh, converging toward 
the lower end of the side slat, on which the windlass is made 
stationary. 

If fixation of the hip-joint is preferred, it can be favored by 
having the wide hip-piece and the thin side splint fastened 
permanently together, or made of the same piece of wood. 

The treatment recommended (at bottom of page 7) for non- 
union after fracture of the femur, is giving perfect satisfaction 
in a case of oblique fracture of that bone, under treatment at 
present writing. The pad previously placed in the groin should 
be a generous one. 

Four windlasses are best used for treating fracture of the 
patella, and making extension of the knee-joint, while two will 
answer for most other uses. The surgeon with an average prac- 
tice may have frequent use for four. 


C.D, 


Price of the Windlass, post-paid, each, $1.50. 


ELECTRO-MEDICAL APPARATUS, 
A. GAIFFE, PARIS. 
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CODMAN & SHURTLEFF, 
BOSTON. 


This Battery gives three currents, presenting a series of in- 
creasing effects, which may be varied at will, beginning with a 
current so mild as scarcely to be perceptible, and being gradually 
increased to one of great intensity. 

The Battery is charged with the bi-sulphate of mercury and 
water, gives rise to no odor, and runs without being recharged 
during a sitting of an hour, or for two sittings of a half hour, &ce. 
All its parts are perfectly adjusted, and do not readily get out of 
order. ‘ 

The whole machine is in the form of a case, 7} inches long, 4 
inches wide, and 1} inches thick, weighing only 24 ounces. 

Having sold many hundreds of these Batteries during the last 
four years, and receiving only the most satisfactory intelligence 
from those using, we recommend them with entire confidence. 

Price of the Battery, including Conducting Cords, two In- 
sulated Handles, a spherical and an olive-shaped Electrode, a 
Metallic Brush, and a bottle of Bi-sulphate of Mercury, all con- 


tained inthe case... . . . . $12.00; postage, 26 cents. 
| Extra Trough and Zines . ... . 2.75; " i tgaloe: 
IO age tt .00: w¢ se 
Bi-sulphate of Mercury, per ounce cau’; st alee 


Full directions accompany each apparatus. 


(@> Also for sale, Davis & Kidder’s Magneto-Electric Machine; Garratt’s 
Electric Disks ; Insulated Sponge-Holders ; Cups for applying Electricity to the 
Eyes ; Electrodes for the Rectum or Vagina, &c. 

Illustrated Catalogue sent on application. 


CODMAN & SHURTLEFF, 
MAKERS OF SURGICAL INSTRUMENTS, 
18 & 15 TREMONT STREET, BOSTON. 


Paeumatic Aspiration after the Manner of Dieulfoy 
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We invite the attention of the medical profession to anew Apparatus for Aspiration, 
constructed upon the general plan of Potain, but containing the following inventions and 
improvements of our own: — 

1st. Means of immediate and easy change of the pump from an exhaust to a condens- 
ing or force pump, and vice versa, enabling the operator not only to evacuate an abnormal 
fluid, but also, with the same apparatus, to inject the cavity with an irritating one, as ad- 
vised by Dieulafoy. (See Dieulafoy on Pneumatic Aspiration, pp. 276, 278, &c.) 

2d. The substitution of a metallic cap fitting a screw thread, cast in the glass of the 
receiver, thereby rendering its closure to external air perfect, and, when the apparatus is 
employed for injection, preventing the possibility of disengagement, —a danger to which 
the stopper ordinarily used is too liable. 

3d. The substitution, for the ordinary oiled-silk valves of other apparatus, of a kind 
indestructible both in form and material, never requiring renewal, and rarely any attention 
whatever. The use of these valves relieves from all fear of injury to the pump from the 
accidental introduction of quia into it, and, if desired, the pump may be as freely used 
for liquids as for air. 

4th. The adaptation to the pump of a suitable stopper, cocks, and tubes forming a 
complete and desirable means of evacuating, and of washing out the stomach. ? 
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PRICES OF APPAR ATUS. 


No. 1, Air Pump, exhaust 
or condensing, as described ; 
receiver, with screw cap, of 
capacity of sixteen or of six 
ounces, as preferred; three 
steel, gold-plated Aspiratory 
Needles, together with the 
necessary tubes, stop-cocks, 
&c., &c., fitted in a neat case, - 
accompanied with printed di- 
SRURLOUS, $18. 0; postage, 90c. 


No. 2, the 
same, with- 
out recei- 
ver, and 
with rub- 
CODMAN & SHURTLEFF, mad ber stopper to fit almost any 

SOSTON. ae bottle below quart capacity, 


Postage. 
instead of screw-cap arrangement, also with printed directions . A 4 - $16.00 «35 


No. 3, Dieulafoy’s Notehed Aspirator, with two needles, tubes, &c., in case 14.00 16 
Stomach Attachment, as described, ie to pump accompanying Nos, 1 


and 2, additional . y 3 = 3 a ~ (6.0022 ake 
For Pump and Brass parts of Nes. lor 2, Nickel- cetntod. oe : ; ; - 160 
Simple Trocars, Geld-plated, Nos. 1, 2, and 3, each : 2 = « 200 .03 
Simple Trocars, with Stop-cock, Gold-plated, to fit any of the ahoes Z - 6.50 04 
The foregoing are the product of our own factory, and are warranted in every respect. 
Dieulafoy on Pneumatic Aspiration, post-paid, on receipt of . 3 ri . 3.40 


In his work on Pneumatic Aspirations, Dieulafoy shows the harmlessnang of the Aspira- 
tory Puncture, and its great superiority to the Exploring Trocar as a means of accurate 
diagnosis in all collections of pathological fluids. It has been used with unprecedented 
success in Retention of Urine, Reduction of Strangulated Hernia, in Ascites. Hydrothorax, 
Empyema, Pneumothorax, Effusions into the Pericardium, Serous, Purulent, and Hematic 
- Effusions of the Knee, Hydrocele, Hydatid Cysts, Abscesses of the Liver, and in various 
other Pathological Lesions. 

Commendations bestowed upon our apparatuses Nos. 1 and 2, by physicians familiar 
with the latest European and American Aspirators, lead us to baileys that, in some impor- 
tant particulars at least, they are superior to any. 


CODMAN & SHURTLEFF, 
MAKERS OF SURGICAL INSTRUMENTS, 
13 & 15 TREMONT STREET, BOSTON. 


